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MacroArray Diagnostics GmbH (MADx)

Manufacturer:
- Lembickgasse 58, Top 4
1230 Vienna, Austria
SRN: AT-MF-000030541

We declare that this EU declaration of conformity is issued under our sole responsibility and that the below
mentioned In vitro diagnostic medical devices meet all the pravisions of the Regulation (EU) 2017/748 and the
applicable legistation which apply to it.

Products: RAPTOR SERVER Analysis Software (REF 22-0000-01, Basic UDI-DI
912012292223w, UDI-DI 9120122922200)
Intended Purpose The RAPTOR SERVER Analysis Software drives and Influences MADx processing

systems in combination with ALEX technology-based products.

The software analyzes the output from ALEX technology-based arrays and isused by
trained laboratory personnel and medical professionals in a medical laboratory,

Risk Classification & Rule ClassC, implementing rule 1.4

Conformity Assessment:  Annex IX, chapter I+ IIl

Notified Body: QMD Services GmbH

Notified Bady number: 2962

Certificates issued by EN ISO 13485: registration na. M-00266/0

Notified Body: EU QMS certificate: IGQMS/00003/0 v0O1
Applicable Legistation: The in vitro diagnostic medical devices described above are in conformity with the
following legistations:

Regulation (EU) 2017/748
The following standards have been applisd:

EN ISO 5001:2015, EN ISO 13485:2016 + AC:2018 + A11:2021, EN 13612:2002, EN 13641:2002,
ENISO 149712019, EN IS0 15223-1:2022-02, EN IS0 17511:2020, EN IS0 18113-1:2022, EN ISO
18113-2:2022, EN IS0 18113-3:2022, EN IS0 20417:2021, EN IS0 20916:2021, EN IS0
23640:2015, EN 61010-2-101:2017, EN 61326-2-5:2013, EN 62304:2006, [EC 62304:2006 +
A1:2015, [EC 62366-1:2015 + COR1:2016 + A1:2020

Vienna, 20.09.2024 77 —

Dr. Christian Harwanegg, CEO of MADx
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Dacument Change History
Varsion | Daseription Replaces
1.0 . New campilation for IVDR Former version

Declaration of Conformity RAPTOR SERVER Analysls Software Page 10of 1



ATITIKTIES DEKLARACIJA

Gamintojas: sMacroArray Diagnostics GmbH* (MADx)
Lembockgasse 59, Top 4

1230 Viena, Austrija
SRN: AT-MF-000030541

Pareiskiame, kad §i atitikties deklaracija iSduota tik miisy atsakomybe ir kad toliau nurodyti in vitro diagnostikos
medicinos prietaisai atitinka visas Direktyvos 98/79/EB nuostatas ir jiems taikomus teisés aktus.

Produktai: -RAPTOR SERVER" analizés programiné jranga (REF 22-0000-01,
' bazinis UDI-DI 912012292223W, UDI-DI 9120122922200)

-RAPTOR SERVER" analizés programiné jranga reguliuoja ir daro jtaka MADx apdorojimo sistemoms kartu su
+ALEX" technologijomis pagristais produktais.
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Programing jranga analizuoja ALEX technologijomis pagristy tyrimy rezultatus. Jg
naudoja laboratorijos darbuotojai ir medicinos specialistai laboratorijoje.

- Rizikos klasifikacija ir taisykliy klasé C, jgyvendinimo taisyklé 1.4
Atitikties jvertinimas: IX priedo | + Il skyriai
Notifikuotoji jstaiga: ,QMD Services GmbH"

Notifikuotosios jstaigos numeris: 2962

Sertifikatai, iSduoti pagal  EN ISO 13485: registracijos Nr. M-00266/0

Notifikuotoji jstaiga: ES KVS sertifikatas: IQMS/00003/0 v001

Taikytini teisés aktai: aprasyti in vitro diagnostikos medicinos prietaisai atitinka Siuos teisés aktus:
Komisijos reglamentas (ES) 2017/746

Taikomi Sie standartal:

EN [SO 9001:2015, EN ISO 13485:2016 + AC:2018 + A11:2021, EN 13612:2002, EN
13641:2002, EN I1SO 14971:2019, EN ISO 15223-1: 2022-02, EN 1SO 17511:2020, EN ISO
18113-1:2022, EN ISO 18113-2:2022, EN ISO 18113-3:2022, EN I1SO 20417:2021, EN
ISO 20916:2021, EN ISO 23640:2015, EN 61010-2-101:2017, EN 61326-2-6:2013, EN
62304:2006, IEC 62304:2006 + A1:2015, IEC 623661:2015 + COR1:2016 + A1:2020

/Parasas/
Viena, 2024-09-20

Dr. Christian Harwanegg, ,MADx" generalinis

direktorius
Dokumenty pakeitimy retrospektyva
Versija Aprasymas Pakeicia
1.0 Naujas IVDR rinkinys Ankstesne versija
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Vertimas i§ angly kalbos j lietuviy kalbg yra teisingas ir atitinka pateiktg dokumentg.

Verté Vilniaus vertimy biuro "Oltena" vertéjas Miroslav Rusakevic.
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Vytenio g. 18-401, 4 auk3tas, Vilnius, Lietuva

info@vertimai24.1t; www.vertimai24.1t, +37065656170
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