
PROTOCOL OF USE 

INDICATIONS

GB2381-140821- Non contractual photographies

ANIOSYME XL3

PRODUCT 
TO BE DILUTED

25 ml > 5L

0,5%
5 min.

0.5 % dilution : For a 25ml dose in
5 litres of cold or tepid water.

1 2

10 min.

First cleaning : Totally immerse the medical 
device. Advised soaking time : 10 minutes. Brush 
when necessary. Irrigate channels and rinse
thoroughly with tap water (microbiological good
quality), both internal and external parts of the 
medical device.

Second cleaning : Totally immerse the medical 
device. Advised soaking time : 5 minutes. 
Irrigate and rinse thoroughly with tap 
water (microbiological good quality),
both internal and external parts of the medical
device.

> Thermosensitive equipment:
     Proceed to the next step
     (see protocol established by the service).

> Autoclavable equipment :
     Dry with a clean towel. Proceed to the next 
     step (see protocol established by the service).   

Reinforced cleaning and pre-disinfection of medico-surgical
instrumentation, medical devices and endoscopic equipment. Cleaning in ultrasonic bins.
Collecting of soiled instrumentation.

Dangerous - respect the precautions for use.
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Cleaning and 
pre-disinfection 
of instrumentation

2

5 min.
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